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Abstract. We have studied the possibility of improving the performance, simplifying, and reducing the cost of a
double-pass system by the use of alternative technologies. The system for correcting the spherical correction
has been based on a focusable electro-optical lens, and a recording device based on CMOS technology and a
superluminescent diode (SLED) light source have been evaluated separately. The suitability of the CMOS cam-
era has been demonstrated, while the SLED could not break the speckle by itself. The final experimental setup,
consisting of a CMOS camera and a laser diode, has been compared with a commercial double-pass system,
proving its usefulness for ocular optical quality and scattering measurements. © 2014 Society of Photo-Optical
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1 Introduction
The double-pass technique is based on projecting a point
source on the retina and recording images after retinal reflec-
tion and double-pass through the ocular media.1 This tech-
nique has shown its usefulness for the evaluation of the
optical quality2,3 and also the scattering of the eye.4,5 It
has been widely used in physiological optics studies to assess
different aspects of the eye as age related changes in the opti-
cal quality,6 the depth of field,7 or accommodation.8–10
Moreover, there is a commercial instrument based on the
double-pass technique11 which has given rise to works
more focused on the daily clinical practice, such as the com-
parison between refractive surgery and intraocular lenses
implantation,12 the effect of refractive surgery on vision ana-
lyzed using preoperative optical quality,13 comparison
between refractive surgery techniques,14 evaluation of intra-
ocular lenses,15 the study of the optical quality after corneal
transplantation,16 in retinal pathologies,17 grading cataracts
using an objective index,18 or tear-film quality dynamic
measurements.19
In Fig. 1, a schematic representation of a double-pass
setup is shown, including the most important components:
a punctual light source, a Badal system to correct the spheri-
cal refraction, two diaphragms that act as entry and exit
pupils and a camera to record the images. The most common
double-pass configuration includes a laser as light source,
usually a laser diode (LD) with a near-infrared (NIR) wave-
length (around 780 nm), a Badal system formed by two
lenses with a variable distance between them, two dia-
phragms acting as pupils and a charged-coupled device
(CCD) camera as recording device. This configuration is
used on the commercial instrument based on the double-
pass technique,11 and similar configurations are also used
for instance in Hartmann-Shack aberrometers,20,21 including
in this case, an array of microlenses placed before the CCD
camera. But today, due to the growth of technology, there are
different alternatives available to be used in this configura-
tion, related mainly to the light source, the Badal system, and
the camera. The use of these alternatives allows compacting
the setup, obtaining faster measurements, and reducing
the cost.
The Badal optometer is a system for spherical refraction
correction consisting of two fixed lenses and two moving
mirrors. The distance between the lenses is variable, so
the optical path can be changed, thus compensating the
spherical refraction of the system. The Badal system is sim-
ple and allows a wide range of spherical corrections.
However, its weakness is the use of movable components,
which makes the system slow and increases the setup dimen-
sions. Recently, an alternative for spherical correction based
on focusable electro-optical lenses (EOLL) has been pro-
posed.22 These lenses consist of an optical fluid covered
by an elastic membrane. The curvature of the EOLL changes
when a current is applied, modifying the spherical power of
the lens. The use of the EOLL enables a fast spherical cor-
rection without movable components. It is also a compact
subsystem which is easy to align and reduces the double-
pass setup dimensions.
Regarding the light source, lasers1,6 and LDs8,9,11 have
been used in double-pass systems. Their usefulness for opti-
cal quality measurement has been proved, but they show an
important limitation due to their high coherence. This, com-
bined with the diffusing properties of the retina, produces a
speckle pattern in the recorded images. Several solutions
have been proposed for reducing the speckle noise, such
as the temporal integration1 or the use of a scanning system
to do a spatial average.23 The use of a light source with lower
coherence as a superluminescent diode (SLED) has also been
proposed.23 The SLEDs have been used to reduce speckle in
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combination with scanning or with the use of quarter-wave
plates23 or alone.24 The main problem of the SLEDs used to
be the economical cost, but nowadays, due to the technologi-
cal improvements, cheaper SLEDs can be found.
The CCD was invented in 1970 as a memory device, but
since then the potential of technology has led it to become a
sensor with an important development.25 It is widely used in
visual optics instrumentation, and specifically as a sensor to
record double-pass images.6,7,11 On the other hand, CMOS
technology although born in the 1960s to 1970s was not
competitive in relation to CCD until the 1990s.26 CMOS
technology has not been used so extensively in visual optics
for image recording in double-pass or similar setups. In the
last years, it has been used in fast Hartmann-Shack sensors27
or in optical coherence tomography scanning,28 although it is
still not used as much as CCDs. This could be mainly due to
the disadvantages that CMOS cameras have in comparison
with CCD cameras, such as a poorer image quality, sensitiv-
ity, and, mainly, a higher level of noise.26 On the other hand,
it presents some advantages such as high speed of acquisition
and lower price. The development in CMOS technology over
the last few years has narrowed the differences with CCD
cameras, and nowadays it could be an alternative in visual
optics setups.
The purpose of this study was to develop a new double-
pass configuration based on new technological improve-
ments, in order to simplify the setup, improve its perfor-
mance, and reduce costs. The system included an EOLL
as the system to correct the spherical refraction, which sim-
plified the setup. The suitability of a CMOS camera and a
low-cost SLED to measure the optical quality and scattering
in a double-pass system was evaluated. The results obtained
with these technological improvements for optical quality
measurements are not exclusive of the double-pass system
and could be applied to similar techniques such as
Hartmann-Shack based aberrometers.
2 Materials and Methods
2.1 Instrumentation
A custom-built double-pass setup with two light sources (LD
and SLED) and two image recording devices (CCD and
CMOS cameras) was used for the purpose of this work.
A scheme of the setup is shown in Fig. 2. In the first
pass, a point source is projected on the retina. The light
source is an LD (Monocrom MC7805U-M-7A15,
λ ¼ 780 nm) or an SLED (Monocrom SLED-7810M-
7G25, λ ¼ 780 nm), with a full width at half maximum
of 3 and 20 nm respectively, both collimated. The used
SLED is four times cheaper than the conventional SLED
models. The light coming from each source passes through
a 2-mm diameter diaphragm (EP1 and EP2) acting as the
entrance pupil of the system. The light coming from the
SLED is transmitted through the BS1 beam splitter while
light coming from LD is reflected. Afterwards, the optical
path for both light sources is identical. The light is reflected
in a beam splitter (BS2) and then in a hot mirror, fixed to a
vibrating motor which enables speckle noise reduction.23
Then the light passes through an EOLL is reflected in a mir-
ror (M1) and passes through a 50 mm focal length lens (L1).
A couple of lenses EOLL and L1 act as a spherical compen-
sator, being the distance between both lenses twice the focal
of the L1 lens. At the exit of the spherical compensator, the
light is reflected in a dichroic filter, which reflects 780 nm
and transmits the light with wavelengths larger than 850 nm,
Fig. 1 Schematic representation of a double-pass setup. LD, laser diode; EnP, entrance pupil; ExP, exit
pupil; CCD camera; Badal system; and DP image.
Fig. 2 Scheme of the experimental setup. LD: laser diode; SLED:
superluminescent diode; L1 and L2: lens; EOLL: electro-optical liquid
lens; M1: mirror; BS1, BS2, and BS3: beam splitters; DF: dichroic filter;
HM: hot mirror; EP1 and EP2: entrance pupils; ExP: exit pupil; FT:
fixation test; CCD, CMOS, camera pupil: CCD and CMOS cameras
used for the double-pass measurements and pupil monitoring,
respectively; LED: pupil illumination LEDs; and Vib: vibrating motor.
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and reaches the eye. The distance from the L1 lens to the eye
is also twice the focal of the L1 lens.
After retinal reflection, the second pass begins with an
identical path to that of the first pass until BS2. In the second
pass, the light coming from the eye is limited by a 4 mm
diaphragm (ExP) acting as exit pupil of the system and con-
jugated to the subject’s pupil plane. Afterwards, the light
coming from the retina is divided by means of a beam splitter
(BS3) in order to record images in both cameras (μeye UI-
2220-M CCD and μeye UI-1220-M CMOS). The pixel size
is 8.3ðHÞ × 8.3ðVÞ μm for CCD and 6ðHÞ × 6ðVÞ μm for
CMOS cameras that corresponds to a frequency sampling
of 0.821 and 1.136 cycles∕ deg, respectively. The pupil is
illuminated with LEDs (λ ¼ 1050 nm) and an additional
web camera (pupil camera) is used for pupil monitoring
and centering. A fixation test with a luminance of
20 cd∕m2 and collimated by means of a lens (L2) is used
for patients’ correct alignment.
The main technical specifications of the recording devi-
ces, light sources, and EOLL are summarized in Table 1.
As mentioned above, the spherical compensator consisted
on the couple of lenses L1 and EOLL. We have used the com-
mercial fast electrically tunable lens EL-10-30-NIR-LD
(Optotune, Dietikon, Switzerland) with a focal range from
þ36 to þ132 mm. The lens L1 is introduced into the system
in order to shift the focal range of the EOLL providing
a range of spherical compensation from þ10 to
−10 diopters (D) at the pupil plane. Moreover, this lens
(L1) is used to ensure that the diaphragm acting as exit
pupil (ExP) is conjugated with the pupil of the patient.
The suitability of the EOLL as a spherical compensator
has been demonstrated and the spherical compensator char-
acterized in a previous study.22 The errors due to curvature
and consequent thickness changes in the EOLL when vary-
ing the focal length were studied in the mentioned work, con-
cluding that are negligible when measuring the optical
quality of the eye.
Regarding the image sensor, as previously reported, usu-
ally CMOS sensors have a higher level of noise. In our case,
when measuring the noise level by means of the peak signal-
to-noise ratio [PSNR ¼ 20 × logðIMAX∕σÞ]29 where IMAX
is the maximum possible value of the intensity [255] and σ is
the standard deviation of the intensity values in the image,
we obtained a value of 49.27 dB for the CCD and 47.15 dB
for the CMOS sensor. The higher the PSNR, the lower the
noise. Although the noise is higher for the CMOS than for
the CCD, it represents <1% of the maximum possible inten-
sity [255] in the image for both cameras. Regarding the
prices of the sensors, the CMOS camera was between 2.5
and 3 times cheaper than the CCD camera.
In order to obtain the reference measurements, the com-
mercial double-pass system optical quality analysis system
(OQAS) (Visiometrics SL, Terrassa, Spain) was used.11
The OQAS instrument works with an LD emitting at
780 nm as light source and a CCD camera as image recorder,
with similar specifications to the components in our setup.
To compare the results obtained by the optical quality
was evaluated in terms of modulation transfer function cutoff
(MTFcutoff), a metric directly related to visual acuity and
commonly used in similar studies13 and the scattering was
evaluated by means of the Objective Scatter Index (OSI).5
The MTFcutoff is calculated as the frequency with an MTF
Table 1 Main technical specifications of the recording devices, light source, and EOLL.
Recording devices
UI-2220-M CCD UI-1220-M CMOS
Image sensor 1/2 in. CCD 1/3 in. CMOS
Resolution 768ðhÞ × 582 ðvÞ pixel, CCIR/PAL 752ðhÞ × 480ðvÞ pixel, WVGA
Pixel size 8.3ðHÞ × 8.3ðVÞ μm 6ðHÞ × 6ðVÞ μm
Color depth 8 bits 8 bits
Light source
SLED-7810M-7G25 MC7805U-M-7A15
Wavelength (@20°C) (nm) 20 780 780 5
Po.max (mW) 1.9 mW 1.5 mW
Operation modes Modulatable and CW Modulatable and CW
Clear aperture 6.5 mm 7 mm
EOLL (EL-10-30-NIR-LD)
Clear aperture 10 mm
Control voltage 0 to 5 V
Power consumption 0 to 2 W
Focal tuning range @ 525 nm2 þ45 to þ120 mm
Optical Engineering 061710-3 June 2014 • Vol. 53(6)
Sanabria et al.: Technical improvements applied to a double-pass setup. . .
Downloaded From: http://opticalengineering.spiedigitallibrary.org/ on 11/11/2014 Terms of Use: http://spiedl.org/terms
value of 0.01. The MTF of the eye is obtained as the Fourier
transform of the double-pass image divided by the diffraction
limited MTF corresponding to a pupil diameter of 2 mm.3 A
high MTFcutoff is usually related to a good optical quality
and it is normally assumed that a cutoff frequency of
30 cycles∕ deg corresponds to a decimal visual acuity of
1.0. The parameter OSI is calculated as the ratio between
the integrated light in a peripheral annular area (from 12
to 20 arc min) and the central peak (1 arc min) of the dou-
ble-pass image divided by 10. Patients with low intraocular
scattering have an OSI value below 1.5
2.2 Subjects and Procedure
Thirty-two healthy young adults (10 females and 22 males),
recruited from the staff and students of the Centre for
Sensors, Instruments and Systems Development (CD6) of
the Universitat Politècnica de Catalunya participated in
the study. All subjects gave their written informed consent
after receiving a written and verbal explanation of the nature
and the aims of the study. The research followed the tenets of
the Declaration of Helsinki.
Criteria for inclusion were no history of any ocular path-
ology, surgery, and/or pharmacological treatment. Only sub-
jects with a pupil diameter of 4 mm or more in scotopic
conditions were included in the study, as this was the size
used in the measurements performed with the double-pass
system. Furthermore, subjects were included in the study
if their refractive error (in terms of spherical equivalent)
ranged from −8.00 to þ5.00 D, since this is the measure-
ment range for the OQAS instrument, and the astigmatic
error is <0.50 D.
The mean age [standard deviation (SD)] of the popula-
tion was 37.21 8.29 years (range 24 to 50). The mean
spherical refractive error was −0.57 1.87 D (range:
þ2.5 to −4.5 D. In terms of optical quality and scattering,
the mean MTFcutoff and OSI values obtained with the
OQAS were 38.61 8.25 cycles∕ deg and 0.54 0.21,
respectively.
Double-pass measurements were performed under low
illumination conditions in order to guarantee pupils larger
than 4 mm in all the cases. All examinations were performed
by the same trained examiner. The eye that was measured
(left or right) was randomly selected.
As has been previously said, the objective of this work has
been the evaluation of a CMOS camera and a low-cost SLED
to be used in a double-pass setup, and the proposal of a dou-
ble-pass system based, if possible, on these components.
With this aim, the following comparisons were performed:
1. CMOS camera: Double-pass images were simultane-
ously recorded from each patient with each of the cam-
eras (CCD and CMOS). Six images were recorded
with each sensor, with exposure time of 240 ms,
and subtracting a background image. The results
(MTFcutoff and OSI) obtained when measuring with
the CMOS camera were compared with the results
from the CCD camera.
2. SLED: Double-pass images were recorded from each
patient with each of the light sources (SLED and LD).
When each of the light sources was used, the other
source was switched off. As the goal of using an
SLED source was to reduce the speckle noise and
to avoid the use of a vibrating motor, measurements
with the SLED were performed with the vibrating
motor switched off, while when using the LD the
motor was on. The results (MTFcutoff and OSI)
obtained when measuring with the SLED were com-
pared with the results from the LD.
3. Experimental double-pass system: Depending on the
results when evaluating the light source and the
recording device, a final configuration was adopted.
To demonstrate the suitability of this configuration,
the results (MTFcutoff and OSI) from the images for
each patient taken with the experimental double-
pass setup were compared with OQAS instrument
results.
2.3 Statistics
Statistical analysis was performed using commercial SPSS
software for Windows (version 17.0, SPSS, Chicago,
Illinois). A p value of 0.05 was considered significant.
The Kolmogorov–Smirnov (K–S) test was used to evalu-
ate the normal distribution of all variables analyzed, i.e., the
MTFcutoff and OSI values obtained by means of the double-
pass images. The mean value (SD) is given for each
of them.
The validity of the SLED and CMOS camera as the ability
to measure correctly the optical quality and scattering of the
eye was tested from different points of views. First, the mean
difference between the tested and conventional methods is
given. In explanation, when evaluating the light source,
we compute the mean difference between SLED and LD
measurements, and when evaluating the recording device
we calculate the mean difference between CCD and
CMOS measurements. Second, the correlation coefficients
were used in the same comparison. Pearson’s correlation
coefficient and its significance are given for each case.
Finally, a paired sample t test was carried out to analyze
if there were significant differences between the optical qual-
ity and scattering measurements reported by the tested and
conventional methods.
The final configuration of the experimental setup was
evaluated by comparison with the commercial instrument.
The mean difference, the correlation, and the t test were
also used. Moreover, a Bland and Altman analysis30,31
was performed to study the agreement between setups. In
this method, the difference between measurements is plotted
against the mean value. The 95% confidence limits are cal-
culated as 1.96 times the standard deviation of the mean dif-
ference. The Pearson correlation coefficient of the Bland and
Altman graph was used to evaluate if there was any tendency
in the differences to vary depending on the mean value of the
measurements.
3 Results
3.1 Suitability of a CMOS Camera
In this study, the performance of the CMOS and CCD cam-
eras for measuring the optical quality and scattering of the
eye was compared. In Fig. 3, two double-pass images cor-
responding to the same patient recorded with a CMOS cam-
era and a CCD camera are shown. As seen in Fig. 3, both
images are very similar. The obtained results considering
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all the eyes measured are shown in Table 2. The mean
differences between the CMOS and CCD cameras in
terms of MTFcutoff and OSI values were close to zero.
The mean values of these parameters measured by the
OQAS system were 38.61 8.25 and 0.54
0.21 cycles∕ deg, respectively, thus the difference between
both cameras corresponds to an error of 2.31% and
2.21%. The existing correlation between the results corre-
sponding to CMOS and CCD cameras for MTFcutoff and
OSI was also investigated. There was a significant correla-
tion between data with Pearson correlation coefficients
above 0.918 in both cases. Finally, after confirming the nor-
mal distribution of the values in all cases with the K–S test
(p > 0.05), we compared the measurements obtained by
each camera with the paired sample t test, and no significant
differences were found between metrics (p > 0.05).
3.2 Suitability of an SLED
In this study, the performance of the SLED and LD light
sources for measuring the optical quality and scattering of
the eye was compared. In Fig. 4, an example of double-
pass images for the same patient when using the LD and
the SLED as light sources is shown. As seen in this figure,
the image using the SLED shows the presence of residual
speckle.
The mean differences between SLED and LD light
sources in terms of MTFcutoff and OSI values are shown
in Table 2. As in a previous comparison, taking OQAS
mean values as reference, the mean perceptual difference
was of 7.08% and 2.76% for the MTFcutoff and OSI. The
existing correlation between the results corresponding to
SLED and LD sources forMTFcutoff and OSI was also inves-
tigated. As shown in Table 2, there was a significant corre-
lation between data with Pearson correlation coefficients
around 0.700 in both cases. Finally, after confirming the nor-
mal distribution of the values in all cases with the K–S test
(p > 0.05), we compared the measurements obtained by
each light source with the paired sample t test. No significant
differences were found for OSI values, while statistically sig-
nificant differences were found in the MTFcutoff when com-
paring the results obtained with an SLED and LD (Table 2).
3.3 Evaluation of the New Double-Pass
Configuration
Results obtained show that there are no differences between
cameras and, therefore, the CMOS camera was used in the
final configuration of the experimental setup. On the other
hand, the low-cost SLED that we have used does not
have sufficient bandwidth to break speckle by itself and con-
sequently there are differences in the MTFcutoff . Thus, in the
final configuration of the experimental setup, the LD was
used as light source. Moreover, the experimental setup
included a spherical corrector based on an EOLL. The per-
formance of the setup was compared with the commercial
double-pass system OQAS.
The mean differences between the experimental setup and
the OQAS sources in terms ofMTFcutoff and OSI values were
1.14 4.10 and −0.04 0.16, respectively. Thus, the mean
difference in terms of percentage is 2.93% for the MTFcutoff
and 7.55% for the OSI. The existing correlation between the
results, shown in Fig. 5, highlighted a Pearson correlation
coefficient of 0.873 (p < 0.001) and 0.783 (p < 0.001) for
MTFcutoff and OSI, respectively.
In the Bland and Altman analysis (Fig. 6), the differences
for MTFcutoff and OSI between setup and OQAS measure-
ments are shown against the mean value, within the 1.96 ×
SD range. No significant correlations were found in this
case and therefore, we considered that there was no
dependency of the difference between setups with the
mean values [MTFcutoff : r ¼ 0.05 (p ¼ 0.776) and OSI: r ¼
0.32 (p ¼ 0.073)].
Finally, after confirming the normal distribution of the
values in all cases with the K–S test (p > 0.05), we com-
pared the measurements obtained with the experimental
setup and the OQAS with the paired sample t test. No sig-
nificant differences were found for MTFcutoff values
(p ¼ 0.126), or for OSI values (p ¼ 0.161).
4 Discussion
The current study evaluated the suitability of CMOS cameras
and SLED light sources to be used in double-pass setups for
measuring optical quality and scattering of the human eye,
and which could also be adapted to other systems such as
Hartmann-Shack based aberrometers. First, we studied the
performance of a CMOS camera on a double-pass system
by comparison with the results obtained with a CCD.
Second, SLED light source was evaluated by comparison
with an LD. Finally, the proposed experimental setup was
compared with a commercially available double-pass sys-
tem. All the tested setups included an EOLL as a system
for correcting the spherical refraction. Therefore, we have
checked the different technological alternatives that exist
in the main parts of double-pass systems.
When comparing the optical quality (in terms of
MTFcutoff) and intraocular scattering (in terms of OSI) mea-
sured with the CMOS and CCD cameras, we found small
differences between both methods. Moreover, we found a
high Pearson correlation coefficient between the results
obtained with both cameras and no statistically significant
differences. With all these data, we can conclude that
there are no differences between the CCD and CMOS cam-
eras used in our study when measuring optical quality and
intraocular scattering, and thus demonstrating the suitability
of CMOS cameras for this purpose. This is consistent with
the conclusion obtained for other techniques. For example, a
previous work using the Hartmann-Shack technique,27 where
the noise is an important factor influencing the final result
of the measured wavefront,32 successfully used a CMOS
Fig. 3 Double-pass images for the same patient registered with CCD
(left) and CMOS (right) cameras. (DL, digital level).
Fig. 4 Double-pass images for the same patient registered when
using SLED (left) and LD (right) as light sources. (DL, digital level).
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camera as a recording device. Although traditionally, the
CMOS cameras suffered from higher noise levels than
CCD cameras, the sensors we have used in this work had
a similar PSNR. This demonstrates the evolution of this
type of sensors, and confirms their suitability for visual
optics setups and instrumentation.
When comparing the SLED and LD measurements, we
found a different behavior for the MTFcutoff and OSI param-
eters. For the latter parameter, comparing the SLED with an
LD, we found small differences in its numerical values, a
high Pearson correlation coefficient and no statistically sig-
nificant differences when applying the t test. Thus, from
these data we could conclude that there are no differences
in OSI results between LD and SLED measurements.
On the other hand,MTFcutoff parameters highlighted a dif-
ference in its numerical values, a high Pearson correlation
coefficient and statistically significant differences when
applying the t test. The reason for this difference could be
Table 2 Comparison of MTFcutoff and OSI values when evaluating the CMOS (versus CCD) camera and the SLED (versus LD) light source. The
mean difference (SD) between pairs of metrics, the Pearson correlation coefficient and its significance t , and the paired sample t test results are
shown.
CMOS versus CCD SLED versus LD
MTFcutoff OSI MTFcutoff OSI
Meandifference SD 0.89 3.18 0.01 0.10 −2.73 4.60 −0.01 0.19
Pearson correlation coefficient, r (p) 0.920 (<0.001) 0.918 (<0.001) 0.759 (<0.001) 0.696 (<0.001)
Paired sample t test (p) 0.123a 0.500a 0.002 0.666a
aNo significant differences.
Fig. 5 Correlation of the MTFcutoff and OSI values measured with the experimental setup and the OQAS
instrument.
Fig. 6 Bland and Altman plots showing themean values of the differences between theMTFcutoff and OSI
measurements and the 95% confidence limits (dashed line) when the experimental setup and OQAS
instrument are compared.
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due to the insufficient reduction of the speckle noise in the
images recorded with this SLED. In this sense, we repeated
the comparison between SLED and LD, but with the scan-
ning motor switched on in both cases and found that there
were no statistically significant differences between light
sources either in the MTFcutoff (p ¼ 0.533) or in the OSI
value (p ¼ 0.310). Thus, in similar conditions (both light
sources with the vibrating motor switched on) the perfor-
mance of the LD and the SLED is the same, i.e., the optical
quality measured with both devices is similar. Additionally,
when comparing the SLED measurements with and without
motor, we found statistically significant differences for the
MTFcutoff (p ¼ 0.001), while no differences for the OSI
value (p ¼ 0.549) were found. The only difference between
both cases (scanning motor switched on and off) is the
speckle reduction, thus we can conclude that the speckle
in the SLED images when the motor is switched off is affect-
ing the MTFcutoff calculation.
To analyze in more detail the effect of the speckle, it has
been quantified by means of the widely used contrast of
speckle (Cs) criteria.33,34 For measuring the Cs, the image
is divided in small windows and for each one, the ratio
between the standard deviation of the intensities in the win-
dow and the average of the intensity is calculated. The Cs
corresponds to the average of the ratio calculated for all
the windows in the image. The Cs ranges from 0 (minimum
speckle) to 1 (maximum speckle). The Cs value for the LD
with the scanning motor on was of 0.12, while the Cs for the
SLED with the scanning motor switched off was of 0.24 and
with the scanning motor switched on was of 0.11. These data
show that when using SLED with scanning motor switched
off there is less reduction in the speckle than when using any
of the light sources with the scanning motor switched on.
Additionally, some previous works reported no problems
with speckle noise when using the SLED as the only method
for speckle reduction,24 while other authors opted for com-
bining it with other methods such as scanning motor and
phase plates.23 In our case, the used SLED did not have suf-
ficiently low coherence to break the speckle noise on its own,
but showed a good performance when being combined with
other methods for speckle reduction. Thus, we can conclude
that the SLED could be used in the absence of a vibrating
motor if it had a slightly lower coherence.
After the evaluation of the light source and the recording
device, the final configuration of the setup included the LD
(with the vibrating motor) and the CMOS camera, and an
EOLL as spherical corrector. When comparing the perfor-
mance of the experimental setup with a widely used commer-
cial device, all the tests (mean difference, Pearson correlation
coefficient, and t test), showed the good agreement between
both systems. Thus, we can conclude that the proposed
experimental setup, including as innovations the CMOS
camera and the EOLL spherical corrector, is comparable
to the commercial device.
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